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type of device; e.g., the device is in-
tended for a different medical purpose,
or the device is intended for lay use
where the former intended use was by
health care professionals only;

(b) The modified device operates
using a different fundamental sci-
entific technology than a legally mar-
keted device in that generic type of de-
vice; e.g., a surgical instrument cuts
tissue with a laser beam rather than
with a sharpened metal blade, or an in
vitro diagnostic device detects or iden-
tifies infectious agents by using
deoxyribonucleic acid (DNA) probe or
nucleic acid hybridization technology
rather than culture or immunoassay
technology; or

(c) The device is an in vitro device
that is intended:

(1) For use in the diagnosis, moni-
toring, or screening of neoplastic dis-
eases with the exception of
immunohistochemical devices;

(2) For use in screening or diagnosis
of familial or acquired genetic dis-
orders, including inborn errors of me-
tabolism;

(3) For measuring an analyte that
serves as a surrogate marker for
screening, diagnosis, or monitoring
life-threatening diseases such as ac-
quired immune deficiency syndrome
(AIDS), chronic or active hepatitis, tu-
berculosis, or myocardial infarction or
to monitor therapy;

(4) For assessing the risk of cardio-
vascular diseases;

(5) For use in diabetes management;
(6) For identifying or inferring the

identity of a microorganism directly
from clinical material;

(7) For detection of antibodies to
microorganisms other than
immunoglobulin G (IgG) or IgG assays
when the results are not qualitative, or
are used to determine immunity, or the
assay is intended for use in matrices
other than serum or plasma;

(8) For noninvasive testing as defined
in § 812.3(k) of this chapter; and

(9) For near patient testing (point of
care).

[65 FR 2321, Jan. 14, 2000]

Subpart B—Physical Medicine
Diagnostic Devices

§ 890.1175 Electrode cable.

(a) Identification. An electrode cable
is a device composed of strands of insu-
lated electrical conductors laid to-
gether around a central core and in-
tended for medical purposes to connect
an electrode from a patient to a diag-
nostic machine.

(b) Classification. Class II (special
controls). The special controls consist
of:

(1) The performance standard under
part 898 of this chapter, and

(2) The guidance document entitled
‘‘Guidance on the Performance Stand-
ard for Electrode Lead Wires and Pa-
tient Cables.’’ This device is exempt
from the premarket notification proce-
dures of subpart E of part 807 of this
chapter subject to § 890.9.

[48 FR 53047, Nov. 23, 1983, as amended at 59
FR 63014, Dec. 7, 1994; 65 FR 19319, Apr. 11,
2000]

§ 890.1225 Chronaximeter.

(a) Identification. A chronaximeter is
a device intended for medical purposes
to measure neuromuscular excitability
by means of a strength-duration curve
that provides a basis for diagnosis and
prognosis of neurological dysfunction.

(b) Classification. Class II (perform-
ance standards).

§ 890.1375 Diagnostic
electromyograph.

(a) Identification. A diagnostic
electromyograph is a device intended
for medical purposes, such as to mon-
itor and display the bioelectric signals
produced by muscles, to stimulate pe-
ripheral nerves, and to monitor and
display the electrical activity produced
by nerves, for the diagnosis and prog-
nosis of neuromuscular disease.

(b) Classification. Class II (perform-
ance standards).

§ 890.1385 Diagnostic electromyograph
needle electrode.

(a) Identification. A diagnostic
electromyograph needle electrode is a
monopolar or bipolar needle intended
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